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Case Narrative
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Job ID: 180-94074-1

Laboratory: Eurofins TestAmerica, Pittsburgh

Narrative

Job Narrative
180-94074-1

Comments

No additional comments. 

Receipt 

The samples were received on 8/14/2019 9:00 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperatures of the 2 coolers at receipt time were 5.1º C and 5.2º C.

GC Semi VOA 
Method(s) 9056A: The continuing calibration verification (CCV) associated with batch 180-288964 recovered above the upper control limit 

for Fluoride.  The samples associated with this CCV were non-detects or below the RL (J-value) for the affected analytes; therefore, the 

data have been reported.  The following samples are impacted: (CCV 180-288964/64) and (CCV 180-288964/69). Any sample that did 
have a positive detection for this analyte had its result set to acceptable. 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Metals 
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

General Chemistry 
Method(s) D2974: The sample duplicate precision for the following sample associated with analytical batch 180-289145 was outside 

control limits. Due to the results being so close to the reporting limit, the RPD for fractional organic carbon, loss on ignition, and total 
organic matter were slightly over 10%.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Eurofins TestAmerica, Pittsburgh
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Definitions/Glossary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Qualifiers

HPLC/IC
Qualifier Description

F1 MS and/or MSD Recovery is outside acceptance limits.

Qualifier

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Metals
Qualifier Description

F1 MS and/or MSD Recovery is outside acceptance limits.

Qualifier

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Geotechnical
Qualifier Description

F5 Duplicate RPD exceeds limit, and one or both sample results are less than 5 times RL.  The data are considered valid because the 

absolute difference is less than the RL.

Qualifier

Glossary
These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

Eurofins TestAmerica, Pittsburgh
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Accreditation/Certification Summary
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Laboratory: Eurofins TestAmerica, Pittsburgh
All accreditations/certifications held by this laboratory are listed.  Not all accreditations/certifications are applicable to this report.

Authority Program Identification Number Expiration Date

Arkansas DEQ 19-033-0State 06-27-20

Arkansas DEQ State Program 88-0690 06-27-20

California State 2891 04-30-20

California State Program 2891 04-30-20

Connecticut State PH-0688 09-30-20

Connecticut State Program PH-0688 09-30-20

Florida NELAP E871008 06-30-20

Florida NELAP E871008 06-30-20

Illinois NELAP 200005 06-30-20

Illinois NELAP 004375 06-30-20

Kansas NELAP E-10350 01-31-20

Kansas NELAP E-10350 03-31-20

Kentucky (UST) State Program 162013 04-30-20

Kentucky (WW) State KY98043 12-31-19

Kentucky (WW) State Program KY98043 12-31-19

Louisiana NELAP 04041 06-30-20

Minnesota NELAP 042-999-482 12-31-19

Minnesota NELAP 042-999-482 12-31-19

Nevada State PA00164 07-31-20

Nevada State Program PA00164 07-31-20

New Hampshire NELAP 2030 04-04-20

New Jersey NELAP PA005 06-30-20

New Jersey NELAP PA005 06-30-20

New York NELAP 11182 03-31-20

New York NELAP 11182 04-01-20

North Carolina (WW/SW) State Program 434 12-31-19

North Dakota State R-227 04-30-20

North Dakota State Program R-227 04-30-20

Oregon NELAP PA-2151 02-06-20

Oregon NELAP PA-2151 02-06-20

Pennsylvania NELAP 02-00416 04-30-20

Pennsylvania NELAP 02-00416 04-30-20

Rhode Island State LAO00362 12-30-19

Rhode Island State Program LAO00362 12-30-19

South Carolina State Program 89014 04-30-20

Texas NELAP T104704528-15-2 03-31-20

Texas NELAP T104704528 03-31-20

US Fish & Wildlife US Federal Programs 058448 07-31-20

USDA Federal P-Soil-01 06-26-22

USDA US Federal Programs P330-16-00211 06-26-22

Utah NELAP PA001462015-4 05-31-20

Utah NELAP PA001462019-8 05-31-20

Virginia NELAP 460189 09-14-19

Virginia NELAP 10043 09-14-19

West Virginia DEP State 142 01-31-20

West Virginia DEP State Program 142 01-31-20

Wisconsin State 998027800 08-31-19

Wisconsin State Program 998027800 08-31-19

Eurofins TestAmerica, Pittsburgh
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Sample Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID Client Sample ID ReceivedCollectedMatrix Asset ID

180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Solid 08/12/19 12:08 08/14/19 09:00

180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Solid 08/12/19 12:53 08/14/19 09:00

180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ 

ALF-BG05

Solid 08/12/19 14:10 08/14/19 09:00

180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ 

ALF-BG05

Solid 08/12/19 14:44 08/14/19 09:00

180-94074-5 ALF-BS-FB04-20190812 ~ NA Water 08/12/19 15:27 08/14/19 09:00

180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ 

ALF-BG05

Solid 08/12/19 15:37 08/14/19 09:00

180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ 

ALF-BG05

Solid 08/12/19 16:01 08/14/19 09:00

Eurofins TestAmerica, Pittsburgh
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Method Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method Method Description LaboratoryProtocol

SW846EPA 9056A Anions, Ion Chromatography TAL PIT

SW846EPA 6020A Metals (ICP/MS) TAL PIT

SW846EPA 7470A Mercury (CVAA) TAL PIT

SW846EPA 7471B Mercury (CVAA) TAL PIT

SM222540G SM 2540G TAL PIT

SW846EPA 9045D pH TAL PIT

ASTMASTM D2974 Moisture, Ash and Organic Matter TAL PIT

SW8463005A Preparation, Total Recoverable or Dissolved Metals TAL PIT

SW8463050B Preparation,  Metals TAL PIT

SW8467470A Preparation, Mercury TAL PIT

SW8467471B Preparation, Mercury TAL PIT

ASTMDI Leach Deionized Water Leaching Procedure TAL PIT

Protocol References:

ASTM = ASTM International

SM22 = Standard Methods For The Examination Of Water And Wastewater, 22nd Edition

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL PIT = Eurofins TestAmerica, Pittsburgh, 301 Alpha Drive, RIDC Park, Pittsburgh, PA 15238, TEL (412)963-7058

Eurofins TestAmerica, Pittsburgh
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Lab Chronicle
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Client Sample ID: ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Lab Sample ID: 180-94074-1
Matrix: SolidDate Collected: 08/12/19 12:08

Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 288442 08/17/19 09:09 MRD TAL PITTotal/NA 20.01 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Client Sample ID: ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Lab Sample ID: 180-94074-1
Matrix: SolidDate Collected: 08/12/19 12:08

Percent Solids: 88.0Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.0039 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 12:09 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 1.03 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:14 WTR TAL PITTotal/NA

MInstrument ID:

Prep 7471B 288362 08/16/19 11:57 RJR TAL PITTotal/NA 0.54 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:42 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Lab Sample ID: 180-94074-2
Matrix: SolidDate Collected: 08/12/19 12:53

Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 288703 08/20/19 13:47 MRD TAL PITTotal/NA 20.04 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Client Sample ID: ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Lab Sample ID: 180-94074-2
Matrix: SolidDate Collected: 08/12/19 12:53

Percent Solids: 73.5Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.0650 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 12:24 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 1.01 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:19 WTR TAL PITTotal/NA

MInstrument ID:

Eurofins TestAmerica, Pittsburgh
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Lab Chronicle
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Client Sample ID: ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Lab Sample ID: 180-94074-2
Matrix: SolidDate Collected: 08/12/19 12:53

Percent Solids: 73.5Date Received: 08/14/19 09:00

Prep 7471B RJR08/16/19 11:57 TAL PIT288362

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 0.69 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:43 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-BG05-11.5/13.5-20190812 ~ 

ALF-BG05

Lab Sample ID: 180-94074-3

Matrix: SolidDate Collected: 08/12/19 14:10
Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 288703 08/20/19 13:47 MRD TAL PITTotal/NA 20.05 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Client Sample ID: ALF-BS-BG05-11.5/13.5-20190812 ~ 

ALF-BG05

Lab Sample ID: 180-94074-3

Matrix: SolidDate Collected: 08/12/19 14:10
Percent Solids: 73.5Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.2486 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 12:38 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 1.05 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:37 WTR TAL PITTotal/NA

MInstrument ID:

Prep 7471B 288362 08/16/19 11:57 RJR TAL PITTotal/NA 0.54 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:44 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-BG05-16.5/18.5-20190812 ~ 
ALF-BG05

Lab Sample ID: 180-94074-4

Matrix: SolidDate Collected: 08/12/19 14:44
Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 288831 08/21/19 11:45 MRD TAL PITTotal/NA 19.97 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Eurofins TestAmerica, Pittsburgh
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Lab Chronicle
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Client Sample ID: ALF-BS-BG05-16.5/18.5-20190812 ~ 
ALF-BG05

Lab Sample ID: 180-94074-4

Matrix: SolidDate Collected: 08/12/19 14:44
Percent Solids: 69.8Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.1528 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 12:53 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 0.98 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:42 WTR TAL PITTotal/NA

MInstrument ID:

Prep 7471B 288362 08/16/19 11:57 RJR TAL PITTotal/NA 0.57 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:45 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-FB04-20190812 ~ NA Lab Sample ID: 180-94074-5
Matrix: WaterDate Collected: 08/12/19 15:27

Date Received: 08/14/19 09:00

Analysis EPA 9056A CMR08/24/19 14:321 TAL PIT289192

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: CHIC2100A

Prep 3005A 288363 08/16/19 12:00 KEM TAL PITTotal Recoverable 50 mL 50 mL

Analysis EPA 6020A 1 289198 08/23/19 17:47 RSK TAL PITTotal Recoverable

AInstrument ID:

Prep 7470A 288787 08/21/19 09:34 MM1 TAL PITTotal/NA 50 mL 50 mL

Analysis EPA 7470A 1 288996 08/22/19 09:09 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-BG05-21.5/23.5-20190812 ~ 
ALF-BG05

Lab Sample ID: 180-94074-6

Matrix: SolidDate Collected: 08/12/19 15:37
Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 289079 08/23/19 10:20 MRD TAL PITTotal/NA 20.06 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Eurofins TestAmerica, Pittsburgh
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Lab Chronicle
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Client Sample ID: ALF-BS-BG05-21.5/23.5-20190812 ~ 
ALF-BG05

Lab Sample ID: 180-94074-6

Matrix: SolidDate Collected: 08/12/19 15:37
Percent Solids: 75.2Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.3980 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 13:08 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 1.04 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:46 WTR TAL PITTotal/NA

MInstrument ID:

Prep 7471B 288359 08/16/19 11:48 RJR TAL PITTotal/NA 0.69 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:22 RJR TAL PITTotal/NA

HGZInstrument ID:

Client Sample ID: ALF-BS-BG05-26.5/28.5-20190812 ~ 
ALF-BG05

Lab Sample ID: 180-94074-7

Matrix: SolidDate Collected: 08/12/19 16:01
Date Received: 08/14/19 09:00

Analysis 2540G PM08/15/19 15:091 TAL PIT288262

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA

Instrument ID: NOEQUIP

Analysis EPA 9045D 1 289079 08/23/19 10:20 MRD TAL PITTotal/NA 20.01 g 20 mL

NOEQUIPInstrument ID:

Analysis ASTM D2974 1 289145 08/23/19 13:50 PM TAL PITTotal/NA

NOEQUIPInstrument ID:

Client Sample ID: ALF-BS-BG05-26.5/28.5-20190812 ~ 

ALF-BG05

Lab Sample ID: 180-94074-7

Matrix: SolidDate Collected: 08/12/19 16:01
Percent Solids: 76.4Date Received: 08/14/19 09:00

Leach DI Leach CMR08/20/19 14:11 TAL PIT288711

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Soluble 010.1770 g 100 mL

Analysis EPA 9056A 1 288964 08/22/19 13:23 CMR TAL PITSoluble

CHICS2000Instrument ID:

Prep 3050B 288386 08/16/19 13:37 KAK TAL PITTotal/NA 0.97 g 100 mL

Analysis EPA 6020A 1 289472 08/26/19 23:51 WTR TAL PITTotal/NA

MInstrument ID:

Prep 7471B 288359 08/16/19 11:48 RJR TAL PITTotal/NA 0.62 g 100 mL

Analysis EPA 7471B 1 288683 08/20/19 10:23 RJR TAL PITTotal/NA

HGZInstrument ID:

Laboratory References:

TAL PIT = Eurofins TestAmerica, Pittsburgh, 301 Alpha Drive, RIDC Park, Pittsburgh, PA 15238, TEL (412)963-7058

Eurofins TestAmerica, Pittsburgh
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Lab Chronicle
Client: Stantec Consulting Services Inc Job ID: 180-94074-1
Project/Site: ALF_BS_20190812_1A

Analyst References:

Lab: TAL PIT

Batch Type: Leach

CMR = Carl Reagle

Batch Type: Prep

KAK = Kayla Kalamasz

KEM = Kimberly Mahoney

MM1 = Mary Beth Miller

RJR = Ron Rosenbaum

Batch Type: Analysis

CMR = Carl Reagle

MRD = Madeline Daugherty

PM = Paloma Hoelzle

RJR = Ron Rosenbaum

RSK = Robert Kurtz

WTR = Bill Reinheimer

Eurofins TestAmerica, Pittsburgh
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-1Client Sample ID: ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05
Matrix: SolidDate Collected: 08/12/19 12:08

Percent Solids: 88.0Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 11.4 4.41 mg/Kg ☼ 08/22/19 12:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.14 0.772 mg/Kg 08/22/19 12:09 1☼Fluoride 2.06

11.4 7.71 mg/Kg 08/22/19 12:09 1☼Sulfate 75.5

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony 0.205 J 0.221 0.0684 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.110 0.0287 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Arsenic 3.83

1.10 0.141 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Barium 98.3

0.110 0.00827 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Beryllium 0.423

8.82 1.49 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Boron 3.71 J

0.110 0.0187 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Cadmium 0.291

55.1 9.87 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Calcium 2980

0.221 0.0915 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Chromium 7.37

0.0551 0.00915 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Cobalt 4.71

0.221 0.125 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Copper 7.83

0.110 0.0386 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Lead 11.7

0.551 0.304 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Lithium 6.38

0.551 0.180 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Molybdenum 0.551

0.110 0.0673 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Nickel 10.6

0.551 0.135 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Selenium 0.615

0.110 0.0298 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Silver 0.117

0.110 0.0276 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Thallium 0.157

0.110 0.0706 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Vanadium 11.2

0.551 0.368 mg/Kg 08/16/19 13:37 08/26/19 23:14 1☼Zinc 34.4

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury ND 0.0416 0.0180 mg/Kg ☼ 08/16/19 11:57 08/20/19 10:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 12.0 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 88.0

0.1 0.1 SU 08/17/19 09:09 1pH 7.1

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 2.2 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Eurofins TestAmerica, Pittsburgh
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-2Client Sample ID: ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05
Matrix: SolidDate Collected: 08/12/19 12:53

Percent Solids: 73.5Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 13.5 5.25 mg/Kg ☼ 08/22/19 12:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.35 0.919 mg/Kg 08/22/19 12:24 1☼Fluoride 3.02

13.5 9.18 mg/Kg 08/22/19 12:24 1☼Sulfate 104

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony 0.267 J 0.269 0.0835 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:19 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.135 0.0350 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Arsenic 4.73

1.35 0.172 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Barium 137

0.135 0.0101 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Beryllium 0.760

10.8 1.82 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Boron 7.68 J

0.135 0.0229 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Cadmium 0.338

67.4 12.1 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Calcium 6480

0.269 0.112 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Chromium 11.6

0.0674 0.0112 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Cobalt 5.56

0.269 0.152 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Copper 13.8

0.135 0.0472 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Lead 15.8

0.674 0.372 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Lithium 10.9

0.674 0.220 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Molybdenum 0.532 J

0.135 0.0822 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Nickel 14.3

0.674 0.164 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Selenium 0.864

0.135 0.0364 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Silver 0.0684 J

0.135 0.0337 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Thallium 0.278

0.135 0.0862 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Vanadium 19.5

0.674 0.450 mg/Kg 08/16/19 13:37 08/26/19 23:19 1☼Zinc 53.2

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury 0.0221 J 0.0391 0.0169 mg/Kg ☼ 08/16/19 11:57 08/20/19 10:43 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 26.5 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 73.5

0.1 0.1 SU 08/20/19 13:47 1pH 7.6

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 2.7 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Eurofins TestAmerica, Pittsburgh
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-3Client Sample ID: ALF-BS-BG05-11.5/13.5-20190812 ~ 
ALF-BG05

Matrix: SolidDate Collected: 08/12/19 14:10
Percent Solids: 73.5Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 13.3 5.15 mg/Kg ☼ 08/22/19 12:38 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.33 0.903 mg/Kg 08/22/19 12:38 1☼Fluoride 4.69

13.3 9.02 mg/Kg 08/22/19 12:38 1☼Sulfate 91.6

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony 0.294 0.259 0.0804 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:37 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.130 0.0337 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Arsenic 3.89

1.30 0.166 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Barium 156

0.130 0.00972 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Beryllium 0.874

10.4 1.75 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Boron 9.48 J

0.130 0.0220 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Cadmium 0.240

64.8 11.6 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Calcium 9600

0.259 0.108 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Chromium 13.7

0.0648 0.0108 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Cobalt 5.20

0.259 0.146 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Copper 15.2

0.130 0.0454 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Lead 13.2

0.648 0.358 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Lithium 13.5

0.648 0.211 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Molybdenum 0.624 J

0.130 0.0791 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Nickel 14.6

0.648 0.158 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Selenium 0.988

0.130 0.0350 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Silver 0.0747 J

0.130 0.0324 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Thallium 0.329

0.130 0.0829 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Vanadium 21.9

0.648 0.433 mg/Kg 08/16/19 13:37 08/26/19 23:37 1☼Zinc 55.4

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury ND 0.0499 0.0216 mg/Kg ☼ 08/16/19 11:57 08/20/19 10:44 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 26.5 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 73.5

0.1 0.1 SU 08/20/19 13:47 1pH 7.8

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 3.0 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-4Client Sample ID: ALF-BS-BG05-16.5/18.5-20190812 ~ 
ALF-BG05

Matrix: SolidDate Collected: 08/12/19 14:44
Percent Solids: 69.8Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 14.1 5.48 mg/Kg ☼ 08/22/19 12:53 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.41 0.960 mg/Kg 08/22/19 12:53 1☼Fluoride 5.33

14.1 9.59 mg/Kg 08/22/19 12:53 1☼Sulfate 79.2

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony 0.343 0.293 0.0907 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.146 0.0380 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Arsenic 4.65

1.46 0.187 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Barium 202

0.146 0.0110 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Beryllium 1.16

11.7 1.97 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Boron 12.4

0.146 0.0249 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Cadmium 0.203

73.1 13.1 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Calcium 10500

0.293 0.121 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Chromium 17.0

0.0731 0.0121 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Cobalt 5.31

0.293 0.165 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Copper 19.9

0.146 0.0512 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Lead 16.3

0.731 0.404 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Lithium 16.4

0.731 0.238 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Molybdenum 0.771

0.146 0.0892 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Nickel 16.1

0.731 0.178 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Selenium 1.12

0.146 0.0395 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Silver 0.115 J

0.146 0.0366 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Thallium 0.374

0.146 0.0936 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Vanadium 28.0

0.731 0.489 mg/Kg 08/16/19 13:37 08/26/19 23:42 1☼Zinc 66.1

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury 0.0299 J 0.0498 0.0216 mg/Kg ☼ 08/16/19 11:57 08/20/19 10:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 30.2 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 69.8

0.1 0.1 SU 08/21/19 11:45 1pH 8.0

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 3.9 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-5Client Sample ID: ALF-BS-FB04-20190812 ~ NA
Matrix: WaterDate Collected: 08/12/19 15:27

Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography
RL MDL

Chloride ND 1.00 0.715 mg/L 08/24/19 14:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.100 0.0263 mg/L 08/24/19 14:32 1Fluoride ND

1.00 0.380 mg/L 08/24/19 14:32 1Sulfate 0.409 J

Method: EPA 6020A - Metals (ICP/MS) - Total Recoverable
RL MDL

Antimony 0.000403 J 0.00200 0.000378 mg/L 08/16/19 12:00 08/23/19 17:47 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.00100 0.000323 mg/L 08/16/19 12:00 08/23/19 17:47 1Arsenic ND

0.0100 0.00160 mg/L 08/16/19 12:00 08/23/19 17:47 1Barium ND

0.00100 0.000182 mg/L 08/16/19 12:00 08/23/19 17:47 1Beryllium ND

0.0800 0.0386 mg/L 08/16/19 12:00 08/23/19 17:47 1Boron ND

0.00100 0.000125 mg/L 08/16/19 12:00 08/23/19 17:47 1Cadmium ND

0.500 0.127 mg/L 08/16/19 12:00 08/23/19 17:47 1Calcium ND

0.00200 0.00153 mg/L 08/16/19 12:00 08/23/19 17:47 1Chromium 0.00179 J

0.000500 0.0000750 mg/L 08/16/19 12:00 08/23/19 17:47 1Cobalt ND

0.00200 0.000627 mg/L 08/16/19 12:00 08/23/19 17:47 1Copper ND

0.00100 0.000128 mg/L 08/16/19 12:00 08/23/19 17:47 1Lead ND

0.00500 0.00339 mg/L 08/16/19 12:00 08/23/19 17:47 1Lithium ND

0.00500 0.000610 mg/L 08/16/19 12:00 08/23/19 17:47 1Molybdenum ND

0.00100 0.000336 mg/L 08/16/19 12:00 08/23/19 17:47 1Nickel ND

0.00500 0.00151 mg/L 08/16/19 12:00 08/23/19 17:47 1Selenium ND

0.00100 0.000177 mg/L 08/16/19 12:00 08/23/19 17:47 1Silver ND

0.00100 0.000148 mg/L 08/16/19 12:00 08/23/19 17:47 1Thallium ND

0.00100 0.000991 mg/L 08/16/19 12:00 08/23/19 17:47 1Vanadium 0.000998 J

0.00500 0.00322 mg/L 08/16/19 12:00 08/23/19 17:47 1Zinc 0.00362 J

Method: EPA 7470A - Mercury (CVAA)
RL MDL

Mercury ND 0.000200 0.000101 mg/L 08/21/19 09:34 08/22/19 09:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-6Client Sample ID: ALF-BS-BG05-21.5/23.5-20190812 ~ 
ALF-BG05

Matrix: SolidDate Collected: 08/12/19 15:37
Percent Solids: 75.2Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 12.8 4.96 mg/Kg ☼ 08/22/19 13:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.28 0.869 mg/Kg 08/22/19 13:08 1☼Fluoride 1.55

12.8 8.68 mg/Kg 08/22/19 13:08 1☼Sulfate 45.9

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony 0.149 J 0.256 0.0792 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:46 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.128 0.0332 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Arsenic 2.17

1.28 0.164 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Barium 85.4

0.128 0.00959 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Beryllium 0.443

10.2 1.73 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Boron 4.21 J

0.128 0.0217 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Cadmium 0.191

63.9 11.4 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Calcium 7560

0.256 0.106 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Chromium 8.10

0.0639 0.0106 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Cobalt 5.90

0.256 0.144 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Copper 7.69

0.128 0.0447 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Lead 8.26

0.639 0.353 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Lithium 6.77

0.639 0.208 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Molybdenum 0.289 J

0.128 0.0780 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Nickel 11.8

0.639 0.156 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Selenium 1.25

0.128 0.0345 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Silver ND

0.128 0.0320 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Thallium 0.155

0.128 0.0818 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Vanadium 12.6

0.639 0.427 mg/Kg 08/16/19 13:37 08/26/19 23:46 1☼Zinc 31.6

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury ND 0.0381 0.0165 mg/Kg ☼ 08/16/19 11:48 08/20/19 10:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 24.8 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 75.2

0.1 0.1 SU 08/23/19 10:20 1pH 8.0

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 1.0 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Lab Sample ID: 180-94074-7Client Sample ID: ALF-BS-BG05-26.5/28.5-20190812 ~ 
ALF-BG05

Matrix: SolidDate Collected: 08/12/19 16:01
Percent Solids: 76.4Date Received: 08/14/19 09:00

Method: EPA 9056A - Anions, Ion Chromatography - Soluble
RL MDL

Chloride ND 12.9 4.99 mg/Kg ☼ 08/22/19 13:23 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.29 0.874 mg/Kg 08/22/19 13:23 1☼Fluoride ND

12.9 8.73 mg/Kg 08/22/19 13:23 1☼Sulfate 29.7

Method: EPA 6020A - Metals (ICP/MS)
RL MDL

Antimony ND 0.270 0.0836 mg/Kg ☼ 08/16/19 13:37 08/26/19 23:51 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.135 0.0351 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Arsenic 1.06

1.35 0.173 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Barium 28.8

0.135 0.0101 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Beryllium 0.162

10.8 1.82 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Boron ND

0.135 0.0229 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Cadmium 0.0778 J

67.4 12.1 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Calcium 3810

0.270 0.112 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Chromium 4.03

0.0674 0.0112 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Cobalt 2.88

0.270 0.152 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Copper 1.47

0.135 0.0472 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Lead 3.28

0.674 0.372 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Lithium 2.66

0.674 0.220 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Molybdenum ND

0.135 0.0823 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Nickel 7.38

0.674 0.165 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Selenium 0.320 J

0.135 0.0364 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Silver ND

0.135 0.0337 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Thallium 0.0512 J

0.135 0.0863 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Vanadium 6.25

0.674 0.450 mg/Kg 08/16/19 13:37 08/26/19 23:51 1☼Zinc 16.1

Method: EPA 7471B - Mercury (CVAA)
RL MDL

Mercury ND 0.0418 0.0181 mg/Kg ☼ 08/16/19 11:48 08/20/19 10:23 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

General Chemistry
RL RL

Percent Moisture 23.6 0.1 0.1 % 08/15/19 15:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.1 0.1 % 08/15/19 15:09 1Percent Solids 76.4

0.1 0.1 SU 08/23/19 10:20 1pH 8.0

Method: ASTM D2974 - Moisture, Ash and Organic Matter
RL RL

Fractional Organic Carbon 0.5 0.5 0.5 % 08/23/19 13:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 9056A - Anions, Ion Chromatography

Client Sample ID: Method BlankLab Sample ID: MB 180-289192/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 289192

RL MDL

Chloride ND 1.00 0.715 mg/L 08/24/19 08:44 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.02630.100 mg/L 08/24/19 08:44 1Fluoride

ND 0.3801.00 mg/L 08/24/19 08:44 1Sulfate

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-289192/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 289192

Chloride 25.0 24.53 mg/L 98 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Fluoride 1.25 1.269 mg/L 102 80 - 120

Sulfate 25.0 24.35 mg/L 97 80 - 120

Client Sample ID: Matrix SpikeLab Sample ID: 180-94072-A-1 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 289192

Chloride 25.8 25.0 49.58 mg/L 95 80 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Fluoride 0.0586 J 1.25 1.260 mg/L 96 80 - 120

Sulfate 4.63 25.0 28.77 mg/L 97 80 - 120

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94072-A-1 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 289192

Chloride 25.8 25.0 48.74 mg/L 92 80 - 120 2 15

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Fluoride 0.0586 J 1.25 1.251 mg/L 95 80 - 120 1 15

Sulfate 4.63 25.0 27.98 mg/L 93 80 - 120 3 15

Client Sample ID: Method BlankLab Sample ID: MB 180-288711/1-A
Matrix: Solid Prep Type: Soluble
Analysis Batch: 288964

RL MDL

Chloride ND 10.0 3.88 mg/Kg 08/23/19 02:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.6801.00 mg/Kg 08/23/19 02:34 1Fluoride

ND 6.7910.0 mg/Kg 08/23/19 02:34 1Sulfate

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288711/2-A
Matrix: Solid Prep Type: Soluble
Analysis Batch: 288964

Chloride 250 274.7 mg/Kg 110 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Fluoride 12.5 13.50 mg/Kg 108 80 - 120

Sulfate 250 232.1 mg/Kg 93 80 - 120
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 9056A - Anions, Ion Chromatography (Continued)

Client Sample ID: Matrix SpikeLab Sample ID: 180-94096-C-6-B MS
Matrix: Solid Prep Type: Soluble
Analysis Batch: 288964

Chloride ND 313 360.9 mg/Kg 115 80 - 120☼

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Fluoride 4.39 F1 15.6 10.87 F1 mg/Kg 41 80 - 120☼

Sulfate 49.9 313 345.6 mg/Kg 94 80 - 120☼

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94096-C-6-C MSD
Matrix: Solid Prep Type: Soluble
Analysis Batch: 288964

Chloride ND 317 339.3 mg/Kg 107 80 - 120 6 15☼

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Fluoride 4.39 F1 15.8 11.17 F1 mg/Kg 43 80 - 120 3 15☼

Sulfate 49.9 317 337.4 mg/Kg 91 80 - 120 2 15☼

Method: EPA 6020A - Metals (ICP/MS)

Client Sample ID: Method BlankLab Sample ID: MB 180-288386/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

RL MDL

Antimony ND 0.200 0.0620 mg/Kg 08/16/19 13:37 08/26/19 22:46 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.02600.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Arsenic

ND 0.1281.00 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Barium

ND 0.007500.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Beryllium

ND 1.358.00 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Boron

ND 0.01700.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Cadmium

ND 8.9550.0 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Calcium

ND 0.08300.200 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Chromium

ND 0.008300.0500 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Cobalt

ND 0.1130.200 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Copper

ND 0.03500.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Lead

ND 0.2760.500 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Lithium

ND 0.1630.500 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Molybdenum

ND 0.06100.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Nickel

ND 0.1220.500 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Selenium

ND 0.02700.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Silver

ND 0.02500.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Thallium

ND 0.06400.100 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Vanadium

ND 0.3340.500 mg/Kg 08/16/19 13:37 08/26/19 22:46 1Zinc

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288386/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

Antimony 25.0 22.89 mg/Kg 92 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Arsenic 100 90.15 mg/Kg 90 80 - 120

Barium 100 87.07 mg/Kg 87 80 - 120

Beryllium 50.0 48.45 mg/Kg 97 80 - 120
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 6020A - Metals (ICP/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288386/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

Boron 125 121.8 mg/Kg 97 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Cadmium 50.0 52.65 mg/Kg 105 80 - 120

Calcium 2500 2418 mg/Kg 97 80 - 120

Chromium 50.0 45.37 mg/Kg 91 80 - 120

Cobalt 50.0 45.93 mg/Kg 92 80 - 120

Copper 50.0 44.90 mg/Kg 90 80 - 120

Lead 50.0 53.10 mg/Kg 106 80 - 120

Lithium 50.0 43.61 mg/Kg 87 80 - 120

Molybdenum 50.0 52.04 mg/Kg 104 80 - 120

Nickel 50.0 46.98 mg/Kg 94 80 - 120

Selenium 100 81.80 mg/Kg 82 80 - 120

Silver 25.0 22.89 mg/Kg 92 80 - 120

Thallium 100 103.9 mg/Kg 104 80 - 120

Vanadium 50.0 42.02 mg/Kg 84 80 - 120

Zinc 25.0 22.11 mg/Kg 88 80 - 120

Client Sample ID: Matrix SpikeLab Sample ID: 180-94096-A-6-E MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

Antimony 0.392 F1 32.1 19.63 F1 mg/Kg 60 75 - 125☼

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Arsenic 6.04 128 122.1 mg/Kg 90 75 - 125☼

Barium 136 128 245.1 mg/Kg 85 75 - 125☼

Beryllium 0.462 64.2 61.09 mg/Kg 94 75 - 125☼

Boron 4.84 J 160 150.3 mg/Kg 91 75 - 125☼

Cadmium 0.424 64.2 61.26 mg/Kg 95 75 - 125☼

Calcium 3100 3210 5934 mg/Kg 88 75 - 125☼

Chromium 13.7 64.2 75.42 mg/Kg 96 75 - 125☼

Cobalt 5.54 64.2 63.98 mg/Kg 91 75 - 125☼

Copper 18.6 64.2 82.71 mg/Kg 100 75 - 125☼

Lead 28.4 64.2 89.27 mg/Kg 95 75 - 125☼

Lithium 7.54 64.2 66.66 mg/Kg 92 75 - 125☼

Molybdenum 0.819 64.2 57.71 mg/Kg 89 75 - 125☼

Nickel 13.0 64.2 74.72 mg/Kg 96 75 - 125☼

Selenium 0.945 128 103.3 mg/Kg 80 75 - 125☼

Silver 0.592 32.1 27.54 mg/Kg 84 75 - 125☼

Thallium 0.211 128 123.2 mg/Kg 96 75 - 125☼

Vanadium 17.8 64.2 79.42 mg/Kg 96 75 - 125☼

Zinc 63.2 F1 32.1 103.6 F1 mg/Kg 126 75 - 125☼

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94096-A-6-F MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

Antimony 0.392 F1 32.7 20.17 F1 mg/Kg 60 75 - 125 3 20☼

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Arsenic 6.04 131 130.5 mg/Kg 95 75 - 125 7 20☼

Barium 136 131 248.5 mg/Kg 86 75 - 125 1 20☼
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 6020A - Metals (ICP/MS) (Continued)

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94096-A-6-F MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289472 Prep Batch: 288386

Beryllium 0.462 65.5 60.99 mg/Kg 92 75 - 125 0 20☼

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Boron 4.84 J 164 151.4 mg/Kg 90 75 - 125 1 20☼

Cadmium 0.424 65.5 61.51 mg/Kg 93 75 - 125 0 20☼

Calcium 3100 3270 5896 mg/Kg 85 75 - 125 1 20☼

Chromium 13.7 65.5 80.65 mg/Kg 102 75 - 125 7 20☼

Cobalt 5.54 65.5 68.72 mg/Kg 96 75 - 125 7 20☼

Copper 18.6 65.5 87.81 mg/Kg 106 75 - 125 6 20☼

Lead 28.4 65.5 92.23 mg/Kg 97 75 - 125 3 20☼

Lithium 7.54 65.5 68.14 mg/Kg 93 75 - 125 2 20☼

Molybdenum 0.819 65.5 58.59 mg/Kg 88 75 - 125 2 20☼

Nickel 13.0 65.5 79.92 mg/Kg 102 75 - 125 7 20☼

Selenium 0.945 131 113.6 mg/Kg 86 75 - 125 10 20☼

Silver 0.592 32.7 27.97 mg/Kg 84 75 - 125 2 20☼

Thallium 0.211 131 126.6 mg/Kg 96 75 - 125 3 20☼

Vanadium 17.8 65.5 84.67 mg/Kg 102 75 - 125 6 20☼

Zinc 63.2 F1 32.7 106.3 F1 mg/Kg 132 75 - 125 3 20☼

Client Sample ID: Method BlankLab Sample ID: MB 180-288363/1-A
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

RL MDL

Antimony ND 0.00200 0.000378 mg/L 08/16/19 12:00 08/23/19 16:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.0003230.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Arsenic

ND 0.001600.0100 mg/L 08/16/19 12:00 08/23/19 16:35 1Barium

ND 0.0001820.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Beryllium

ND 0.03860.0800 mg/L 08/16/19 12:00 08/23/19 16:35 1Boron

ND 0.0001250.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Cadmium

ND 0.1270.500 mg/L 08/16/19 12:00 08/23/19 16:35 1Calcium

ND 0.001530.00200 mg/L 08/16/19 12:00 08/23/19 16:35 1Chromium

ND 0.00007500.000500 mg/L 08/16/19 12:00 08/23/19 16:35 1Cobalt

ND 0.0006270.00200 mg/L 08/16/19 12:00 08/23/19 16:35 1Copper

ND 0.0001280.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Lead

ND 0.003390.00500 mg/L 08/16/19 12:00 08/23/19 16:35 1Lithium

ND 0.0006100.00500 mg/L 08/16/19 12:00 08/23/19 16:35 1Molybdenum

ND 0.0003360.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Nickel

ND 0.001510.00500 mg/L 08/16/19 12:00 08/23/19 16:35 1Selenium

ND 0.0001770.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Silver

ND 0.0001480.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Thallium

ND 0.0009910.00100 mg/L 08/16/19 12:00 08/23/19 16:35 1Vanadium

ND 0.003220.00500 mg/L 08/16/19 12:00 08/23/19 16:35 1Zinc

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288363/2-A
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

Antimony 0.250 0.2501 mg/L 100 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Arsenic 1.00 0.9706 mg/L 97 80 - 120
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 6020A - Metals (ICP/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288363/2-A
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

Barium 1.00 0.9815 mg/L 98 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Beryllium 0.500 0.5290 mg/L 106 80 - 120

Boron 1.25 1.278 mg/L 102 80 - 120

Cadmium 0.500 0.5056 mg/L 101 80 - 120

Calcium 25.0 25.87 mg/L 103 80 - 120

Chromium 0.500 0.5024 mg/L 100 80 - 120

Cobalt 0.500 0.4839 mg/L 97 80 - 120

Copper 0.500 0.4771 mg/L 95 80 - 120

Lead 0.500 0.5233 mg/L 105 80 - 120

Lithium 0.500 0.4599 mg/L 92 80 - 120

Molybdenum 0.500 0.5109 mg/L 102 80 - 120

Nickel 0.500 0.4810 mg/L 96 80 - 120

Selenium 1.00 0.9853 mg/L 99 80 - 120

Silver 0.250 0.2478 mg/L 99 80 - 120

Thallium 1.00 1.061 mg/L 106 80 - 120

Vanadium 0.500 0.5035 mg/L 101 80 - 120

Zinc 0.250 0.2458 mg/L 98 80 - 120

Client Sample ID: Matrix SpikeLab Sample ID: 180-94014-B-1-C MS
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

Antimony 0.000410 J 0.250 0.2671 mg/L 107 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Arsenic 0.00117 1.00 1.070 mg/L 107 75 - 125

Barium 0.0343 1.00 1.078 mg/L 104 75 - 125

Beryllium 0.000424 J 0.500 0.5474 mg/L 109 75 - 125

Boron 0.0743 J 1.25 1.360 mg/L 103 75 - 125

Cadmium 0.000403 J 0.500 0.5312 mg/L 106 75 - 125

Calcium 48.4 25.0 76.05 mg/L 110 75 - 125

Chromium 0.00389 0.500 0.5286 mg/L 105 75 - 125

Cobalt 0.000324 J 0.500 0.5235 mg/L 105 75 - 125

Copper 0.00656 0.500 0.5212 mg/L 103 75 - 125

Lead 0.000562 J 0.500 0.5453 mg/L 109 75 - 125

Lithium 0.00515 0.500 0.5150 mg/L 102 75 - 125

Molybdenum ND 0.500 0.5534 mg/L 111 75 - 125

Nickel 0.00842 0.500 0.5221 mg/L 103 75 - 125

Selenium ND 1.00 1.023 mg/L 102 75 - 125

Silver ND 0.250 0.2640 mg/L 106 75 - 125

Thallium 0.000209 J 1.00 1.103 mg/L 110 75 - 125

Vanadium 0.00137 0.500 0.5305 mg/L 106 75 - 125

Zinc 0.0614 0.250 0.3257 mg/L 106 75 - 125

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94014-B-1-D MSD
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

Antimony 0.000410 J 0.250 0.2624 mg/L 105 75 - 125 2 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 6020A - Metals (ICP/MS) (Continued)

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94014-B-1-D MSD
Matrix: Water Prep Type: Total Recoverable
Analysis Batch: 289198 Prep Batch: 288363

Arsenic 0.00117 1.00 1.055 mg/L 105 75 - 125 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Barium 0.0343 1.00 1.062 mg/L 103 75 - 125 2 20

Beryllium 0.000424 J 0.500 0.5520 mg/L 110 75 - 125 1 20

Boron 0.0743 J 1.25 1.390 mg/L 105 75 - 125 2 20

Cadmium 0.000403 J 0.500 0.5244 mg/L 105 75 - 125 1 20

Calcium 48.4 25.0 76.67 mg/L 113 75 - 125 1 20

Chromium 0.00389 0.500 0.5255 mg/L 104 75 - 125 1 20

Cobalt 0.000324 J 0.500 0.5259 mg/L 105 75 - 125 0 20

Copper 0.00656 0.500 0.5204 mg/L 103 75 - 125 0 20

Lead 0.000562 J 0.500 0.5455 mg/L 109 75 - 125 0 20

Lithium 0.00515 0.500 0.5077 mg/L 101 75 - 125 1 20

Molybdenum ND 0.500 0.5488 mg/L 110 75 - 125 1 20

Nickel 0.00842 0.500 0.5221 mg/L 103 75 - 125 0 20

Selenium ND 1.00 1.024 mg/L 102 75 - 125 0 20

Silver ND 0.250 0.2633 mg/L 105 75 - 125 0 20

Thallium 0.000209 J 1.00 1.077 mg/L 108 75 - 125 2 20

Vanadium 0.00137 0.500 0.5271 mg/L 105 75 - 125 1 20

Zinc 0.0614 0.250 0.3285 mg/L 107 75 - 125 1 20

Method: EPA 7470A - Mercury (CVAA)

Client Sample ID: Method BlankLab Sample ID: MB 180-288787/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 288996 Prep Batch: 288787

RL MDL

Mercury ND 0.000200 0.000101 mg/L 08/21/19 09:34 08/22/19 08:47 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288787/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 288996 Prep Batch: 288787

Mercury 0.00250 0.002485 mg/L 99 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Matrix SpikeLab Sample ID: 180-93863-C-1-C MS
Matrix: Water Prep Type: Dissolved
Analysis Batch: 288996 Prep Batch: 288787

Mercury ND F1 0.00100 0.0006450 F1 mg/L 65 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-93863-C-1-D MSD
Matrix: Water Prep Type: Dissolved
Analysis Batch: 288996 Prep Batch: 288787

Mercury ND F1 0.00100 0.0006280 F1 mg/L 63 75 - 125 3 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 7471B - Mercury (CVAA)

Client Sample ID: Method BlankLab Sample ID: MB 180-288359/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288359

RL MDL

Mercury ND 0.0330 0.0143 mg/Kg 08/16/19 11:48 08/20/19 09:55 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288359/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288359

Mercury 0.417 0.4093 mg/Kg 98 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Matrix SpikeLab Sample ID: 180-94096-A-6-B MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288359

Mercury 0.144 0.207 0.3333 mg/Kg 91 80 - 120☼

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-94096-A-6-C MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288359

Mercury 0.144 0.201 0.3223 mg/Kg 89 80 - 120 3 20☼

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Client Sample ID: Method BlankLab Sample ID: MB 180-288362/1-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288362

RL MDL

Mercury ND 0.0330 0.0143 mg/Kg 08/16/19 11:57 08/20/19 10:24 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288362/2-A
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288362

Mercury 0.410 0.3961 mg/Kg 97 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Matrix SpikeLab Sample ID: 180-93848-C-1-B MS
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288362

Mercury 0.0592 0.209 0.2267 mg/Kg 80 80 - 120☼

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 180-93848-C-1-C MSD
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288683 Prep Batch: 288362

Mercury 0.0592 0.212 0.2308 mg/Kg 81 80 - 120 2 20☼

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: 2540G - SM 2540G

Client Sample ID: DuplicateLab Sample ID: 180-94034-A-2 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288262

Percent Moisture 44.0 44.0 % 0 10

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Percent Solids 56.0 56.0 % 0 10

Method: EPA 9045D - pH

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288442/1
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288442

pH 7.00 7.0 SU 100 99 - 101

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05Lab Sample ID: 180-94074-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288442

pH 7.1 7.1 SU 0 2

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288703/1
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288703

pH 7.00 7.0 SU 101 99 - 101

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05Lab Sample ID: 180-94074-2 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288703

pH 7.6 7.6 SU 0.1 2

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-288831/1
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288831

pH 7.00 7.1 SU 101 99 - 101

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: DuplicateLab Sample ID: 180-94110-A-1 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 288831

pH 8.7 8.7 SU 0.2 2

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Sample Results
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Method: EPA 9045D - pH (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 180-289079/1
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289079

pH 7.00 7.0 SU 100 99 - 101

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05Lab Sample ID: 180-94074-6 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289079

pH 8.0 8.0 SU 0 2

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Method: ASTM D2974 - Moisture, Ash and Organic Matter

Client Sample ID: DuplicateLab Sample ID: 180-93808-B-11 DU
Matrix: Solid Prep Type: Total/NA
Analysis Batch: 289145

Fractional Organic Carbon 0.8 0.9 F5 % 11 10

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Association Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

HPLC/IC

Leach Batch: 288711

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid DI Leach180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Soluble

Solid DI Leach180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Soluble

Solid DI Leach180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Soluble

Solid DI Leach180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Soluble

Solid DI Leach180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Soluble

Solid DI Leach180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Soluble

Solid DI LeachMB 180-288711/1-A Method Blank Soluble

Solid DI LeachLCS 180-288711/2-A Lab Control Sample Soluble

Solid DI Leach180-94096-C-6-B MS Matrix Spike Soluble

Solid DI Leach180-94096-C-6-C MSD Matrix Spike Duplicate Soluble

Analysis Batch: 288964

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 9056A 288711180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Soluble

Solid EPA 9056A 288711MB 180-288711/1-A Method Blank Soluble

Solid EPA 9056A 288711LCS 180-288711/2-A Lab Control Sample Soluble

Solid EPA 9056A 288711180-94096-C-6-B MS Matrix Spike Soluble

Solid EPA 9056A 288711180-94096-C-6-C MSD Matrix Spike Duplicate Soluble

Analysis Batch: 289192

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water EPA 9056A180-94074-5 ALF-BS-FB04-20190812 ~ NA Total/NA

Water EPA 9056AMB 180-289192/6 Method Blank Total/NA

Water EPA 9056ALCS 180-289192/5 Lab Control Sample Total/NA

Water EPA 9056A180-94072-A-1 MS Matrix Spike Total/NA

Water EPA 9056A180-94072-A-1 MSD Matrix Spike Duplicate Total/NA

Metals

Prep Batch: 288359

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7471B180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid 7471B180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid 7471BMB 180-288359/1-A Method Blank Total/NA

Solid 7471BLCS 180-288359/2-A Lab Control Sample Total/NA

Solid 7471B180-94096-A-6-B MS Matrix Spike Total/NA

Solid 7471B180-94096-A-6-C MSD Matrix Spike Duplicate Total/NA

Prep Batch: 288362

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7471B180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid 7471B180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid 7471B180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid 7471B180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid 7471BMB 180-288362/1-A Method Blank Total/NA

Solid 7471BLCS 180-288362/2-A Lab Control Sample Total/NA
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QC Association Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Metals (Continued)

Prep Batch: 288362 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 7471B180-93848-C-1-B MS Matrix Spike Total/NA

Solid 7471B180-93848-C-1-C MSD Matrix Spike Duplicate Total/NA

Prep Batch: 288363

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 3005A180-94074-5 ALF-BS-FB04-20190812 ~ NA Total Recoverable

Water 3005AMB 180-288363/1-A Method Blank Total Recoverable

Water 3005ALCS 180-288363/2-A Lab Control Sample Total Recoverable

Water 3005A180-94014-B-1-C MS Matrix Spike Total Recoverable

Water 3005A180-94014-B-1-D MSD Matrix Spike Duplicate Total Recoverable

Prep Batch: 288386

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 3050B180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid 3050B180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid 3050B180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid 3050B180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid 3050B180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid 3050B180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid 3050BMB 180-288386/1-A Method Blank Total/NA

Solid 3050BLCS 180-288386/2-A Lab Control Sample Total/NA

Solid 3050B180-94096-A-6-E MS Matrix Spike Total/NA

Solid 3050B180-94096-A-6-F MSD Matrix Spike Duplicate Total/NA

Analysis Batch: 288683

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 7471B 288362180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288362180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288362180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288362180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288359180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288359180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 7471B 288359MB 180-288359/1-A Method Blank Total/NA

Solid EPA 7471B 288362MB 180-288362/1-A Method Blank Total/NA

Solid EPA 7471B 288359LCS 180-288359/2-A Lab Control Sample Total/NA

Solid EPA 7471B 288362LCS 180-288362/2-A Lab Control Sample Total/NA

Solid EPA 7471B 288362180-93848-C-1-B MS Matrix Spike Total/NA

Solid EPA 7471B 288362180-93848-C-1-C MSD Matrix Spike Duplicate Total/NA

Solid EPA 7471B 288359180-94096-A-6-B MS Matrix Spike Total/NA

Solid EPA 7471B 288359180-94096-A-6-C MSD Matrix Spike Duplicate Total/NA

Prep Batch: 288787

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 7470A180-94074-5 ALF-BS-FB04-20190812 ~ NA Total/NA

Water 7470AMB 180-288787/1-A Method Blank Total/NA

Water 7470ALCS 180-288787/2-A Lab Control Sample Total/NA

Water 7470A180-93863-C-1-C MS Matrix Spike Dissolved

Water 7470A180-93863-C-1-D MSD Matrix Spike Duplicate Dissolved
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QC Association Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

Metals

Analysis Batch: 288996

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water EPA 7470A 288787180-94074-5 ALF-BS-FB04-20190812 ~ NA Total/NA

Water EPA 7470A 288787MB 180-288787/1-A Method Blank Total/NA

Water EPA 7470A 288787LCS 180-288787/2-A Lab Control Sample Total/NA

Water EPA 7470A 288787180-93863-C-1-C MS Matrix Spike Dissolved

Water EPA 7470A 288787180-93863-C-1-D MSD Matrix Spike Duplicate Dissolved

Analysis Batch: 289198

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water EPA 6020A 288363180-94074-5 ALF-BS-FB04-20190812 ~ NA Total Recoverable

Water EPA 6020A 288363MB 180-288363/1-A Method Blank Total Recoverable

Water EPA 6020A 288363LCS 180-288363/2-A Lab Control Sample Total Recoverable

Water EPA 6020A 288363180-94014-B-1-C MS Matrix Spike Total Recoverable

Water EPA 6020A 288363180-94014-B-1-D MSD Matrix Spike Duplicate Total Recoverable

Analysis Batch: 289472

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 6020A 288386180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 6020A 288386MB 180-288386/1-A Method Blank Total/NA

Solid EPA 6020A 288386LCS 180-288386/2-A Lab Control Sample Total/NA

Solid EPA 6020A 288386180-94096-A-6-E MS Matrix Spike Total/NA

Solid EPA 6020A 288386180-94096-A-6-F MSD Matrix Spike Duplicate Total/NA

General Chemistry

Analysis Batch: 288262

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 2540G180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid 2540G180-94034-A-2 DU Duplicate Total/NA

Analysis Batch: 288442

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 9045D180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045DLCS 180-288442/1 Lab Control Sample Total/NA

Solid EPA 9045D180-94074-1 DU ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Analysis Batch: 288703

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 9045D180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045D180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045DLCS 180-288703/1 Lab Control Sample Total/NA

Solid EPA 9045D180-94074-2 DU ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA
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QC Association Summary
Job ID: 180-94074-1Client: Stantec Consulting Services Inc

Project/Site: ALF_BS_20190812_1A

General Chemistry

Analysis Batch: 288831

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 9045D180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045DLCS 180-288831/1 Lab Control Sample Total/NA

Solid EPA 9045D180-94110-A-1 DU Duplicate Total/NA

Analysis Batch: 289079

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid EPA 9045D180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045D180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid EPA 9045DLCS 180-289079/1 Lab Control Sample Total/NA

Solid EPA 9045D180-94074-6 DU ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Geotechnical

Analysis Batch: 289145

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid ASTM D2974180-94074-1 ALF-BS-BG05-1.2/3.2-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-94074-2 ALF-BS-BG05-6.2/8.2-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-94074-3 ALF-BS-BG05-11.5/13.5-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-94074-4 ALF-BS-BG05-16.5/18.5-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-94074-6 ALF-BS-BG05-21.5/23.5-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-94074-7 ALF-BS-BG05-26.5/28.5-20190812 ~ ALF-BG05 Total/NA

Solid ASTM D2974180-93808-B-11 DU Duplicate Total/NA
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Login Sample Receipt Checklist

Client: Stantec Consulting Services Inc Job Number: 180-94074-1

Login Number: 94074

Question Answer Comment

Creator: Say, Thomas C

List Source: Eurofins TestAmerica, Pittsburgh

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

Eurofins TestAmerica, Pittsburgh
Page 35 of 35 9/3/2019

1

2

3

4

5

6

7

8

9

10

11

12

13


	1. Cover Page
	2. Table of Contents
	3. Case Narrative
	4. Definitions/Glossary
	5. Certification Summary
	6. Sample Summary
	7. Method Summary
	8. Lab Chronicle
	9. Client Sample Results
	10. QC Sample Results
	11. QC Association Summary
	12. Chain of Custody
	13. Receipt Checklists

